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Abstract. The use of bioactive nanostructured T iO2 has recently been proposed
for improving orthopaedic implant adhesion due to its improved biocompatibility with
bone, since it induces: i) osteoblast function, ii) apatite nucleation and iii) protein
adsorption. The present work focuses on a non-ionizing radiation emitting technique
for quantifying in real-time the improvement in terms of mechanical properties of
the surrounding bone due to the presence of the nanostructured T iO2 prepared by
controlled precipitation and acid aging. The mechanical strength is the ultimate goal
of a bone implant, and is directly related to the elastic moduli. Ultrasonics are high
frequency mechanical waves, and are therefore suited for characterizing elastic moduli.
As opposed to echographic techniques, which are not correlated to elastic properties
and are not able to penetrate bone, a low frequency ultrasonic transmission test
is proposed, in which a P-wave is transmitted through the specimen and recorded.
The problem is posed as an inverse problem, in which the unknown is a set of
parameters that describe the mechanical constants of the sequence of layers. A finite
element numerical model that depends on these parameters is used to predict the
transformation of the waveform and compare to the measurement. The parameters
that best describe the real tissue are obtained by minimizing the discrepancy between
the real and numerically predicted waveform. A sensitivity study to the uncertainties
of the model is performed for establishing the feasibility of using this technique to
investigate the macroscopic effect on bone growth of nanostructured T iO2 and its
beneficial effect on implant adhesion.
PACS numbers: 46.80.+j, 87.63.Df, 62.30.+d, 81.07.-b, 07.05.Tp, 02.30.Zz, 43.35.+d,
45.10.-b, 46.40.Cd, 62.25.+g, 87.58.Xs
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1. Introduction
There is an increasing number of elderly people that suffer from limitations of
orthopaedic implants. Current metal-based orthopaedic implants technology (e.g.
titanium, which presents good biocompatibility and mechanical properties), is limited
to an average lifetime of 10-15 years. After this period, implants fail by debonding
from the bone. By this time, the patient is 10-15 years older, and may have to choose
between the risk of a major surgery, or resigning mobility. In the UK, 200 operations
are held every year for failed hip implant replacements, accounting for complications
like trombotic accidents, or dissability [1, 2].
Just to give some figures, 1.5 million bone fractures per year are attributed to
osteoporosis [3]. The percentage of the population older than 65 will increase from
12.4% to 23% between 2000 and 2100 [4]. Accordingly, the number of osteoporosis cases
is expected to rise from 10 to 14 millions from 2000 to 2020 [3], or, in other words,
osteoporosis-related factures will triple in the next 60 years [3].
To study the limitation in the lifetime, we should focus at the interface between
the implant and the bone. This part requires substitute materials to serve as artificial
or natural induced bone. The medical applications provide, in addition to a great
challenge, a direct way in which engineering can help medical science. This constitutes
a specific application of the monitorization of these structures, first in laboratory and,
in the future, in vivo.
One of the most successful approaches used to improve implant lifetime is the
introduction of controlled roughness on the implant surface [5, 6, 7]. Three main reasons
have been suggested to justify the better bond adhesion and overall lifetime observed in
implants with nanostructured surfaces [5, 8].
• Implants that better mimic the surface of natural bonds induce a more efficient
osteoblast (bone-forming cells) function.
• A higher density of Ti-OH groups on the implant surface favors apatite nucleation.
• Implants with higher surface area increase the protein adsorption (needed to
osteoblast adhesion).
A wide variety of techniques have been used to produce controlled implant
surface roughness including chemical etching, sol-gel precipitation, anodization, and
the incorporation of nanoparticles or nanostructured materials [6, 8, 9, 10, 11, 12, 13].
Titanium being one of the most widely used metals for implants, since its introduction by
Branemark et al [14], nanostructured tinanium oxide (titania) has been specifically used
to improve bond adhesion and overall implant life time [15, 16, 17, 18]. Several studies
show that those titania materials which surface roughness better mimic the surface of
natural bond, are more efficient increasing osteoblast function [5, 7, 17, 18, 19].
This paper intends to fill the gap between the material science behind the nanoscale
phenomena described above and the ultimate mechanical resistance of the induced new
bone in real human case. Among the current technologies to monitor and characterize
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the material science phoenomena, the most popular are the acoustic force microscopy,
scanning electron microscopy, X-ray diffraction, or transmission electron microscopy.
If we focus on the human in vivo scale, there are available techniques such as the
magnetic resonance imaging, computer assisted tomography, or dual energy X-ray
absorption. These are still limited to verify the performance of new bone during the
healing period. For this reason, the ultrasonic elastography is proposed, since it allows
continuous monitoring over the healing period, it involves no ionizing radiation, and it
is inexpensive.
Elastography is a suitable technique to assess local mechanical properties of tissue.
In its classical form, this technique has been developed mainly in the laboratory, and
consists in applying a quasistatic compression force that causes a strain field of about 1%,
which is measured by ultrasound (or RF) tissue motion imaging. The strain field from
the applied compression is contaminated by considerable tissue motions from patient
movement, breath and cardiac dynamics. The application of the compression is limited
to a specific shape, and the distribution of the stress field is not uniform due to the
different tissue constants, especially between fibrous and fatty tissue. All this degrades
and limits the precision of the technique.
The proposed procedure to quantify the elasticity is based on an entirely different
principle: an ultrasonic transmission is setup and the complete waveform is recorded
after travelling through the set of tissue layers. The propagation attenuation and velocity
depend on the frequency and the mechanical properties of the tissue. The problem is
posed as an inverse problem, in which the unknown is a reduced set of parameters
that describe the mechanical constants of the sequence of layers, which are selected by
means of the parametrization. A finite element numerical model that depends on the
parameters is used to predict the transformation of the waveform and compare to the
measurement. The value of the parameters that best describe the real tissue are obtained
by minimizing the discrepancy or misfit between the real and numerically predicted
waveform. This is done by defining a scalar cost functional from this discrepancy and
minimizing it for the parameters. It should be noted that the correct choice of the cost
functional definition, the parametrization, and the magnitude to compare, are the three
crucial decisions to pose a robust inverse problem.
In the past decade, elasticity imaging has emerged as a complementary technique
to ultrasonic imaging (see the review by Wells [20], section 3.2). Several reviews of the
practical experience on this technique were made by Ophir et al [21, 22], or later by
Konofagou [23]. Many physicists’ confidence in the future availability of commercial
elastography is evidenced by the new manual for residents in elasticity imaging by
Hall [24]. Kallel et al [25] tackles the elasticity reconstruction for the first time by
an inverse problem using a finite element model. The regularization is achieved by
a classical Tikhonov scheme, which provides a priori information for the solution.
Miga et al [26] and Doyley et al [27] provides a similar inversion from elastographic
images. A good survey of the present challenges in ultrasonics for medical diagnosis
is provided by Hill et al [28], with interesting contributions in multiscale relationships,
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bioeffects and biophysics of soft tissue. Righetti et al [29] use standard elastographic
procedures to determine the temporal Poissons ratio of porous media subjected to
pressure, and therefore obtaining information about the permeability, which may be
useful for correlating with the pathological conditions.
2. Methodology
2.1. Ultrasonics
Instead of the echogenic principle that is the base for most current techniques, a
transmission setup (using a separate transmitter and receiver) is proposed, where the
complete waveform, transmitted and propagated through the specimen, is recorded at
the receiver for its inversion, in order to find some elastic constants in the specimen.
The velocity and attenuation variation is dependent on the frequency and elastic
constants of the layers that the wave travels through. These parameters are combined
during the different layers and generate a waveform that needs to be processed by
a complete inversion scheme. For best measuring the velocity and attenuation, we
adopt a transmission setup with a low frequency (below the megahertz) ultrasonic pulse
containing a wide range of frequencies and a high power of penetration.
Several methods are available to measure bone density, in comparison with which
the benefits of ultrasound are that it does not induce ionizing radiation, the technology
is inexpensive, and more appropiate for continuous and real time monitoring. It also
measures directly elastic constants and density, instead of correlating them to the
measured absorption or other indirect physical magnitudes.
We are interested in measuring the elastic properties of the active layer of bone in
contact with the implant. The setup herein proposed is depicted in Fig. 1. In this figure,
a section of the leg, crossing the shaft of the hip implant, is presented. A ultrasonic
receiver is built in the implant shaft before the surgery. The transmitter is placed on
the patient’s skin in a similar fashion as with echography.
2.2. Forward problem
A numerical simulation of the experiment is proposed using a finite element (FEM)
model of the ultrasonic propagation of the waves through the multilayered solid, which
is composed by the scheme in Fig. 2. The RF signals compared to the experimental ones
during the inverse problem solution are the displacements at the measurement point in
the time domain.
A 2D plain strain model is assumed, since the 3D effects are expected to be limited,
at least for the purpose of this feasibility study. The boundary conditions are determined
by a low frequency ultrasonic beam passing through the layers and measured in a
transmission setup by a couple of piezoelectric ultrasonic transducers. The transmitter
is modeled by a prescribed traction boundary condition by a normal pressure varying
only with time, that is uniform over the transducer contact area. The receiver is modeled
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Figure 1. Diagram of the experimental setup to be modelled.
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Figure 2. Scheme of the setup for the FEM model.
by the integral of the normal displacement fields using a constant weighting function
over the transducer contact area.
The elastic properties of the layers are taken from Fig. 3 containing typical values
of bulk moduli K = E
3(1−2ν)
= ρ(c2p −
4
3
c2s). Kallel et al [25], use a Poisson ratio of
ν = 0.495, thus relaxing the incompressibility condition (ν = 0.5) and stabilizing the
numerical solution. We consider that two constants should be mantained: the bulk
wave velocity -which is almost constant through soft tissue and almost equal to the
P-wave velocity (cp =1450 m/s for fat and cp =1585 m/s for muscle, as gathered by
Christensen et al [30]), since S-waves are included in the FEM model- and the Young
modulus E. The value of the Poisson modulus ν is uniquely defined as,
ν =
E
ρc2p
+
√(
E
ρc2p
)2
− 8 E
ρc2p
4
(1)
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Figure 3. Typical range of values of elastic moduli of biological tissues. Adapted
from ref. [25]
2.3. Inverse problem
The characterization inverse problem or search of the mechanical parameters is carried
out with an iterative strategy based on the minimization of some discrepancy of the
measured and numerically predicted waveforms Φx(t) and Φ(t) respectively. The
discrepancy is a vector of values or a function that can be discretized (represented
by a vector). Since two vectors cannot be compared directly, a scalar number (called
cost functional) is derived from them as follows, in order to be able to minimize that
discrepancy.
A residual γ is defined from the misfit or discrepancy Φx − Φ between the
measurements,
γ = (Φx − Φ) (2)
There are many options for designing a cost functional. The necessary conditions are:
(a) that a full coincidence of prediction and measurement (zero discrepancy) should
happen at the absolute minimum of the cost functional, and (b) that the minimum is
unique. The L-2 norm, in a standard metric Euclidean space of these residual vectors, is
usually a good choice of cost functional, since it fulfills naturally those conditions, and is
numerically smooth and well conditioned. This quadratic or least squares type definition
is also meaningful both in a probabilistic sense and in an algebraic sense, because it is a
measure of a distance between bad and good results. The cost functional f or fitness
function is therefore chosen after a residual vector γ as the following integral over the
entire recorded time window T ,
f =
1
2
∫ T
0
|γ(t)|2dt (3)
The parametrization can be defined within the context of inverse problems as
a description or characterization of the sought information (i.e. elastic constants
characterization) with a reduced set of variables p = {pi}. The issue of parametrization
is complex due to the relationship with many considerations of the inverse problem.
Many inverse problems are ill-posed: solutions may not exist, they could be unstable
and non-converging, or multiple solutions may exist. This is true especially when we are
dealing with a large number of parameters. From the conceptual point of view, it can
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Figure 4. Flow chart of the solution of the inverse problem.
be seen as the most powerful mean of inverse problems regularization, since it provides
a priori information in the form of strong hypothesis in the possible forms of the sought
solutions. The choice of parameters has crucial implications in the convergence, the
sensitivity of the result and the decoupling of their dependence to the measurements.
In this work, the parameters we adopt are the basic mechanical constants of the set
of unknown layers, as well as their number and thickness. This set of variables is
normalized to pˆi by a typical or reference value p
0
i , in order to avoid scaling problems,
pi = p
0
i e
pˆi (4)
At this point, the inverse problem of defect evaluation can be stated as a
minimization problem, that can be constrained, as finding p such that,
minf(p) (5)
Fig. 4 summarizes the procedure described above, in which the search algorithm
is a gradient based nonlinear optimization algorithm defined as the combination
of the Broyden-Fletcher-Goldfarb-Shanno[31] (BFGS) hessian update method with
a quadratic-cubic line search (LS). Every cost functional evaluation invoked by the
optimization algorithm implies the FEM propagation solution of an entire model, with
changed parameters. In this scheme we use as parameters the basic elastic constants,
Young modulus and density, of a limited number of bone layers, which produces
a reduced set of parameters. These parameters are moreover conditioned by the
normalization procedure described above.
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Figure 5. Geometry and FEM mesh of the specimen.
3. Numerical results
In order to verify the effect of the nanostructured titania coating on the mechanical
performance of the new induced bone, some elastic properties have to be quantified at
several positions: close to the interface with the coating, and far from it.
3.1. Methodology
For determining the feasibility of this technique, we numerically simulate the sensitivity
of the visco-elastic and poisson moduli against noise contents in the waveform and
uncertainties with a variety of origins. The linear isotropic mechanical properties are
parametrized by a reduced set of points of the stress-strain curves. The number of layers
and the thickness to wavelength ratio are parametrically studied to find the range of
maximum sensitivity.
The geometry of the specimen was obtained from high resolution pictures of a real
human body carried out at Washington University in St. Louis[32]. The specimen is
taken as a 2D slice of a human leg, crossing the upper part of the femur, and containing
the shaft of a hip implant titanium prosthesis. The geometry is shown in Fig. 5,
which is assumed to be divided into four homogeneous and isotropic kinds of materials,
whose mechanical properties are assumed to be known as given in Table 1. In addition,
Rayleigh type damping is assumed to be α = 2000f (where f is the frequency in kHz),
for tissue and alpha = 100f for the titanium. The excitation central frequency for
the tests is 50 kHz and the time window 100µs(=5T ). The FEM mesh is based on the
structure depicted in the same figure, which is further refined to adapt to the wavelength
of the ultrasonic waves.
In the simulations of the experiment, the ultrasonic transmitter is modelled as a
point source located at point A on Fig. 5. The receiver is located opposite to above, at
point B.
A standard finite element model is constructed using the research academic code
FEAP by Taylor[34]. The model is solved by a HHT (Hilbert-Hughes-Taylor) explicit
time integration scheme (the conserving alpha method, with parameters β = 0.5, γ = 1,
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Table 1. Mechanical properties of tissues (from surface and inwards) Golombeck [33].
Material Graded Young modulus Poisson ratio Density
E (Pa) ν ρ (Kg/m3)
Fat tissue Homogeneous 10 · 106 0.49914 920
Muscle tissue Homogeneous 20 · 106 0.49876 1070
Bone tissue 2-layered 12 · 109 0.30 1260
Titanium Homogeneous 114 · 109 0.326 4480
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Figure 6. Sample of the signal. The sought parameter, which is the elastic modulus
of the inner bone layer, is varied by 10%, to verify the magnitude of the variation of
the signal.
α = 0.5). The time step is related to the central frequency of the input signal fc
by ∆t = 0.05
fc
, and the spatial discretization consists of 4-noded linear elements of a
maximum dimension of around 10% of the smallest wavelength.
A sample of the synthesized signal with two different values (by 10%) of the
parameter to be sought shows in Fig. 6 that it is clearly sensitive to that change
on the bone layer. In order to simulate real measurements, they are synthesized by the
same model, but adding a level of noise of 2% of the RMS of the signal. This level of
noise is used for the parameter recovery tests.
3.2. Sensitivity to noise
The sensitivity is measured by observing the capacity of the algorithm to show a
minimum, and verifying its shifting from the true value. For this purpose, the cost
functional f is plotted against the values of the input parameter p, for an increasing
level of noise. The noise is introduced as a signal to noise ratio (SNR), by introducing
in the recordings a random noise with gaussian distribution on zero mean and standard
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Figure 7. Sensitivity to measurement noise. The geometry, mechanical constants and
measuring model are defined in section 3.1, Table 1 and Fig. 6.
deviation defined as a percentage of the RMS of the signal as follows: given an original
simulated discrete signal s(ti), the noisy one s
′(ti) is generated by means of a randomly
generated vector ξi as,
s′(ti) = s(ti) + SNR · ξi · RMS(s(t)) (6)
The simulated noise is therefore applied directly on the measurements. Fig. 7
shows that the technique is highly robust against a high noise level, because the global
minimum of the fitness function is not altered after an increase of the noise up to 10%.
3.3. Sensitivity to frequency
The choice of central frequency of the signal should provide a balance between the
penetration associated to low frequency, and the spatial resolution at high frequency.
Since the proposed technique allows to study at a sub-wavelength resolution, a lower
frequency is allowed. Fig. 8 shows the sensitivity of the algorithm for a range of
frequencies. For this purpose, the cost functional f is plot against the values of the
input parameter p, for an increasing frequency. The sensitivity is measured by observing
the smoothness of the overall cost functional as well as the clarity of the minimum, as
it should be found by an optimization algorithm. In the remaining sensitivity tests, no
simulated noise is introduced, to better isolate the effect of other parameters. This
figure shows that an excitation with a central frequency around 50 kHz provides
best contrast. The trend is not monotonic, probably since the attenuation at higher
frequencies reduces the amplitude of the signal and hence the signal to noise ratio,
whereas at lower frequencies, the wavelength becomes too large in comparison with the
thickness of the investigated bone layer, and therefore little affected by the measured
parameter. This reflects the trade-off between penetration and resolution.
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Figure 8. Sensitivity to frequency. The geometry, mechanical constants and
measuring model are defined in section 3.1, except for the parameter being varied.
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Figure 9. Sensitivity to the size of the time window. The geometry, mechanical
constants and measuring model are defined in section 3.1.
3.4. Sensitivity to the time window
The time window chosen for the measurements is chosen as a multiple the period T of
the central frequency. The sensitivity to the choice of this value is verified in Fig. 9. It
is shown that the larger the time window, the better the sensitivity. This is especially
true until 5T . A reason against using a too long time window is that noise and effects
from uncertainties of the model may gain too much magnitude and contamine the signal
after a long time. Hence, a time window of 5T is chosen.
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Figure 10. Sensitivity to geometry errors. The geometry, mechanical constants and
measuring model are defined in section 3.1.
3.5. Sensitivity to geometry uncertainties
Fig. 10 provides a similar result for errors induced in the geometry of the slice, both
for the outer boundary and interfaces between tissues. In particular, the geometry error
is defined by moving the master nodes that define the geometry (a total of 78) to a
random direction and a random distance with a normal distribution of zero mean and
standard deviation equal to the indicated percentage of a standard length. The method
is extremely sensitive to uncertainties in the geometry, which is a major limitation.
This suggests the need to immobilize the specimen while measuring, or alternatively, to
combine this measurement with a real-time echographic imaging of the specimen. The
spatial resolution required for the imaging system is readily given by the percentage of
error in geometry that corresponds to a desired level of error in the output parameters.
For instance, if the admissible deviation in the parameter is 5%, which corresponds to
the 0.1% curve in Fig. 10, may be achieved using a spatial resolution geometrical image
of the order of 0.001× 100mm' 0.1mm.
3.6. Sensitivity to model uncertainties
Fig. 11 analyzes the variation of the bone stiffness when the original mechanical
parameters of the fat tissue are varied. The recovered parameters appear to be little
sensitive to a wide range of uncertaintes. Fig. 12 shows an equivalent result for the
muscle Young modulus, and a similar conclusion can be drawn.
The present technique succeeds in becoming sufficiently independent of
uncertainties in the soft tissue mechanical properties (which may vary to a factor of
10 without significantly varying the prediction in bone elastic modulus). These tissue
properties may vary rapidly due to movements and exchange of fluids.
The three remaining linear elastic constants, the Poisson ratio and the density of
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Figure 11. Sensitivity to uncertainty in the fat Young modulus. The geometry,
mechanical constants and measuring model are defined in section 3.1.
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Figure 12. Sensitivity to uncertainty in the muscle Young modulus. The geometry,
mechanical constants and measuring model are defined in section 3.1.
the bone, and the Rayleigh damping are studied similarly in Figs. 13, 14 and 15.
This approach remains sufficiently insensitive to bone Poisson modulus, but not to bone
density. This indicates that its density is a variable that should also be predicted in
coupling with the Young modulus, both of which indicate the quality of the bone. The
method is also highly sensitive to uncertainties in Rayleigh damping ratio, which is a
second limitation of the technique. To overcome this, some procedure should be used
to determine this value and calibrate the measurements in advance, by recovering these
unknown parameters at the calibration stage.
Ultrasonic tissue characterization ... 14
9 11 12 13 16
0
50
100
150
200
variation of Young modulus E
Fi
tn
es
s 
fu
nc
tio
n,
  f
 
(x1
00
0)
Sensitivity of Bone Poisson ratio
0.2
0.2
0.3
0.3
0.4
Figure 13. Sensitivity to uncertainty in the bone Poisson ratio. The geometry,
mechanical constants and measuring model are defined in section 3.1.
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Figure 14. Sensitivity to uncertainty in the bone density. The geometry, mechanical
constants and measuring model are defined in section 3.1.
3.7. Inverse problem results
In order to finally recover the mechanical performance of the new bone layer induced
on the nanostructured titania coating, three inverse problems are solved, in which the
Elastic modulus and density distribution of the inner bone layer are are identified. This
distribution is discretized into concentrical layers at uniform spacing, interpolated from
the real geometry. The inner layer (i.e. the one in contact with the implant) is therefore
assumed to be first to change its properties due to the nanostructured T iO2 coating.
The first inverse problem identifies only the Elastic modulus in two layers (inner and
outer, identifying a total of 2 parameters) in Fig. 16. On the right hand side of the figure,
the normalized values of the parameters are represented as the iterative minimization
algorithm progresses, until its convergence. The right hand side of the figure presents a
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Figure 15. Sensitivity to uncertainty in the Rayleigh damping. The geometry,
mechanical constants and measuring model are defined in section 3.1.
grayscale map of the value of the cost functional f for each combination of parameters.
Fig. 17 also presents the solution of an inverse problem of identifying 2 parameters:
Young modulus and density for just one internal layer of bone, assuming the outer layer
remains unchanged.
Finally, Fig. 18 presents the solution of an inverse problem of identifying 6
parameters: Young modulus and density for 3 internal layers of bone The first one
is in contact with the nanostructured titania coating, and the third is away from it.
This distribution would allow to monitor the relative variations and correlate them with
the efficiency of titania.
The stability of the inverse problem solution can be evaluated from the uniformity
and lack of local minima in the cost functional (grayscale images in Figs. 16 and 17), and
also from the successful parameter estimation from far initial guesses (50% away from
the real values). In the case of a large number of parameters, that typically unstabilize
the inverse problem solutions, a 3-layer and 6-parameter solution is obtained with errors
around 5%. In all cases, a good convergence is observed in spite of the simulated level
of 2% SNR on measurements, which proves the theoretical feasibility of this technique
to monitor elastic properties inside bone.
4. Conclusions
The induced growth of bone by nanostructured implant coatings is a promising
application of nanomaterials. This growth is currently studied by materials science
techniques, but a measurement of the bone growth in a real in vivo body and in real
time, is ultimately required to assess the mechanical strength of the resulting skeletal
structure.
A technique to monitor the bone distribution of mechanical properties by ultrasonic
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Figure 16. Inverse problem of 2 parameters: Young modulus for 2 internal layers of
bone. Top: evolution of the search algorithm. Bottom: map of values of cost functional
f for every combination of trial parameters.
transmission and solution of the inverse problem is proposed. The ultrasonic transmitter
is placed outside the body, and the receiver is embedded in the implant. A feasibility
study by numerical simulations is done to identify the constraints and applicability of the
technique. The benefits of ultrasound are: i) it does not produce ionizing radiation, ii)
the technology is inexpensive, iii) it is therefore more appropiate for real time monitoring,
and iv) it also measures directly elastic constants and density, instead of correlating them
to the measured absorption.
It is found that a sufficient precision on the value of the Young modulus of a bone
layer around the implant is obtained. This value is sufficiently independent of the
uncertainties in the soft tissue mechanical properties. On the other hand, the technique
is limited in that a high precision knowledge is required in the geometry of the model
as well as the damping parameters and Poisson ratio of the bone. The extent of this
limitation is quantified and is affordable by considering a proper calibration of those
parameters in the experimental design.
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Figure 17. Inverse problem of 2 parameters: Young modulus and density for one
internal layer of bone. Left: evolution of the search algorithm. Right: map of values
of cost functional f for every combination of trial parameters.
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The presented approach for elastic tissue characterisation can be extended to a great
variety of applications in medical diagnosis related to elastography, where quantified
elastic constants can be correlated with pathology conditions. This extension may be
limited by the requirements in the a priori knowledge of geometrical and mechanical
parameters, as commented above, but may provide new and useful information for
clinical applications.
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